[Left ventricular pacing and CRT. What CV lead fits into which vein?].
The experience of 579 patients with left ventricular pacing specific characteristics of various leads and lead types for left ventricular stimulation are reported. After describing the advantages of coronary vein (CV) leads versus epicardial lead usage for left ventricular stimulation, commercially available CV leads are introduced and discussed. Since there is no universally applicable CV lead, the individual optimal lead choice and the sequelae of erroneous lead choice are described in typical clinical examples.